[Study on digital radiography equilibrium processing].
On account of different thickness of tissues absorbing different doses of X ray, it is difficult to display anatomical details of different tissues on a single screen of DR equipment. In order to resolve this problem, the self-adaptive reverse S mode transformation algorithm is presented in the paper, which can modify darker regions and brighter regions respectively, and improve the visibility of weakly details.